[Glucose determination by using luminol].
The technique of glucose assay is based on measurements of the intensity of chemiluminescence resultant from glucose oxidation in an enzymic system containing glucose oxidase and peroxidase, as well as luminol in a saturating concentration. The sensitivity of chemiluminometric assay is by one order higher than the sensitivity of the routine colorimetric analysis. The suggested method is highly sensitive to glucose, does not involve the use of a carcinogenic stain, and may be used with a variety of the substrate concentrations: from 0.5 to 150 micrograms per sample.